[Experience in the use of fetal monitor MKP-01 Nadezhda].
Cardiotocograms were studied in 40 women during timely labor with the use of Nedezhda MKP-01 fetal monitor with real-time automated processing of the following parameters: fetal basal heart beat rate, amplitude and length of decelerated heart beat rate, amplitude and frequency of oscillations of heart beat rate, time of delayed deceleration minimum with respect to the peak of a uterine contraction. Developing acute fetal hypoxia was detected in 3 cases, that permitted timely abdominal deliveries to preserve the fetuses. The described device was found highly informative and valuable.